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Ministry of Home Affairs
Nepal A.P.F Hospital, Procurement Section,

Balambu, Kathmandu, Nepal
Amendment Notice

Date:2078110107

+

Reference to our notice (IFB No: APFHAJCBlcl03l2078l079) dated 2078/09114 published on Rajdhani Daily
Newspaper. This is to inform all concerned parties that some points of technical specification in bid document has

been amended.

For details amended notice please visit www.bolpatra.gov.np/eqp or www.apf.gov.np. or visit Nepal APF
Hospital, Procurement Section, Balambu Kathmandu or contact Tel 0l-4315224.

All other terms and conditions of the IFB No. APFFI/NCB|G|}3|2D78/079 shall remain the same.



Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Section,

"''T::,5fllT,"il*i}""',
Date:2078110107

1. Reference to our notice (IFB No: APFH/NCB 1G103120781079) Dated 2O78lOg/14 published on Rajdhanibaily
Newspaper. This is to inform all concemed parties that following price for test has been added in E-CLIA
(Immune Assaya) bid document (Contract ID. No. APFHAICBlcl03l00l0/20781079).

Price per test
(To be filled bv the bidder)

S.N Name of the test Frequency of
Test per year

Price per test*
(To be filled by the
bidder)

Frequency X
price per test
(to be filled
by the bidder)

Remarks
any)

(if

I CAI25 2000
2 CEA 2000
J Total PSA 500
4 Free PSA 500
5 Anti-TPO 3000
6 Free T3 7000
7 Free T4 7000
8 Total T4 3000
9 TSH 7000
l0 Ferritin r000
11 Vitamin B 12 1500
12 Vitamin D 3000
13 Beta-HCG 1500
t4 LH 1500

l5 FSH I 500

l6 Prolactin 2000
SUM:

Note: Price per test* is inclusive of everything like reagent packs, paper rolls for printing, Calibration kit,
spare and consumable if any, warranty, services etc. for 3 years. No other hidden charges can be taken except
the price per test for 3 years. The rate should be fixed for 3 years acceptance of bid. The quoted price will be

used for calculating the lowest bid as per technical specification point 4.15.

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before 12:00 noon on
2078/10120 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders' representatives who choose to attend at 13:00 hrs on
2078110/20 at the office of A.P.F.H., Procurement Section.
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All other terms and conditions of above mentioned IFB No. APFH/NCBIG/03120781079 shall remain the same
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Nepal
Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Section,

"'' Tl?"5illT,',i1liI: 
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Date:2078/10/07
l. Reference to our notice (IFB No: APFHA{CB 1G103120781079) Dated 2078/09/14 published on Rajdhani

Newspaper. This is to inform all concerned parties that following points of Technical Specification in bid
document has been amended.

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before 12:00 noon on
2078/10/20 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders'representatives who choose to attend at 13:00 hrs on
2078/10120 at the office of A.P.F.H., Procurement Section.

All other terms and conditions of above mentioned IFB No. APFHAICB 1G103120781079 shall remain the same

&"

Changes made in Anesthesia Work Station (Contract !D. No. APFH/NCB/clOtlOOLl2O78,lO7gl

S.No Page No. Existing Specification Amended Specification

4.13 52

It shall automatically cut off the supply ofN2O and other
gases and activate an alarm if 02 pressure drops below
28 to 30 PSI.

Amendment made:
It shall automatically cut off the supply of
N2O and other gases and activate an alarm
if 02 pressure drops below 28 to 40 PSI.

4.14 52

Flow meter
To facilitate the anesthesiologist, it must preferably come
with 6 flowmeter columns; 2 flow meter columns for
each kind of gas (N2O, 02, Air); I column
approximately from 0 to 1 L/min and the other column
approximately from I to 15 L/min for 02 and Air and I
column approximately from 0 to I L/min and the other
column approximately from I to l0 L/min for N2O

Flow meter
To facilitate the anesthesiologist, it must
preferably come with 6 flowmeter columns;
two columns for each kind of gas with
diflerent sensitivities (high flow and low
flow) of flow rate (N2O, 02 and Air); I to
15 L/min for 02 and Air and I to l0 L/min
for N2O

4.22 53

Must have at least three drawers for the storage Must have adequate number of spacious
drawers for storage of all emergency airway
equipment and accessories of anesthesia
workstation.

4.26 54 Anesthesia Monitoring specifications:
Must Have Early Warning scoring (EWS) function.

Removal of the point
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Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Section,

"'' T3:,[illT,',illi]"0'',
Date:2078110107

l. Reference to our notice (IFB No: APFHAICB lcl03l207Sl079) Dated 2078109/14 published on
Newspaper. This is to inform all concerned parties that following points of Technical Specification in
document has been amended.

Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before 12:00 noon on
2078110120 Bids received after this deadline will be rejected.
The bids will be opened in the presence of Bidders'representatives who choose to attend at 13:00 hrs on
2078/10120 at the office of A.P.F.H., Procurement Section.

All other terms and conditions of above mentioned IFB No. APFHAICB lGlO3l2O781079 shall remain the

I
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Changes made in Ultrasound Machine with 4D Probe (Contract ID. No. APFH/NCB/clO3l0OzlzO78,lO7gl

S.No Page No. Existing Specification Amended Specification

3.6 5l

Should have minimum 4 active probe pofts plus 2 extra
parking port with electronic switching facility from
keyboard with the capability ofconnecting any ofthe probes
in any port.

Should have minimum 4 active p
ports preferably with optional par
ports with electronic switching fa<

from keyboard with the capabilit
connecting any ofthe probes in any,

robe
king
ility
/of
)ort.

3.17.4r 55
15 MHz-lMHz broadband Hockey Stick transducer and
compatible to strain elastography.

15 MHz-lMHz broadband Ho,
Stick transducer preferably compa
to strain elastography

;key
;ible



Nepal
Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Section,

Balambu, Kathmandu, Nepal
Amendment Notice

Date:2078110107
Reference to our notice (IFB No: APFHNCB/G103/20781079) Dated 2078/09114 publi
Newspaper. This is to inform all concerned parties that following point of Technical Specification in bid
document has been amended.

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before 12:00 noon on
2078110120 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders' representatives who choose to attend at 13:00 hrs on
2078/10/20 at the office of A.P.F.H., Procurement Section.

All other terms and conditions of above mentioned IFB No. APFHNCB 1G103120781079 shall remain the same.

Changes made in TMT Machine (Contract !D. No. APFH/NCB/clO3lOOglzO7&lO7gl

S.No PageNo. Existing Specification Amended Specification

4.29 53

PC configuration minimum as

i7 6ft generation processor, 256
GB SSD,8 GB RAM,24" high
resolution color LCD TFT
screen, wireless internet
support, CD/DVD optical drive
and win l0 operating system 64
bit

If the system is integrated and comes with dedicated hardware and
preloaded software, then,
Workstation having minimum high resolution 18" or higher, color
touch screen display, A4 size internal thermal printer, keyboard and
functional keys in one and complete with preloaded operating system,
wireless internet support and with extemal CD/DVD optical drive.
Alternatively, if the system is not integrated, workstation with PC
configuration minimum as i7 6m generation processor, 256 GB SSD,
8 GB RAM, 24" high resolution color LCD TFT screen, wireless
internet support, CD/DVD optical drive and win l0 operating system
64 bit, should be provided
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1. Reference to our notice
Newspaper. This is to
document has been amended

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on orbefore 12:00 noon on
2078110120 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders'representatives who choose to attend at 13:00 hrs on
2078110120 at the office of A.P.F.H., Procurement Section.

All other terms and conditions of above mentioned IFB No. APFHNCB lGlO3l2O781079 shall remain the samb

Changes made in ENT FESS Set (Contract lD. No. APFH/NCB/clO3lOOslzO7BlO7gl

S.No PageNo. Existing Specification Amended Specification

3.4 52

Should provide one unit of Antrum Grasping forceps,
working length approx. 70 cm - 4 " moveable law opening
up to approx.. 120, retrograde opening

Should provide one unit of Antrum
Grasping forceps, working terfrgtr

approx. l0 cm - 4 " moveable law
opening up to approx.. 120, retrograde
opening
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Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Section,

Balambu, Kathmandu, Nepal
Amendment Notice

Date:2078/10107
l. Reference to our notice (IFB No: APFHA{CB /G103120181079) Dated 2078109114 published on Rajdhani ly

Newspaper. This is to inform all concerned parties that following points of Technical Specification in bid
document has been amended.

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before 12:00 noon on
2078110120 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders' representatives who choose to attend at 13:00 hrs on
2078110120 at the office of A.P.F.H., Procurement Section.

All other terms and conditions of above mentioned IFB No. APFHAICB 1G103120781079 shall remain the same.

Changes made in Holter ECG Machine (Contract lD. No. APFH/NCB/G|O1|OO6|aO78,|O79I

S.No Existing SpecihcationPage No. Amended Specification

4.15 52

It should have indication on missing ECG signals Amendment made :

It should have indication on missing
ECG signals and should have function
of exclusion of artifacts

4.20 52 Patient protection against electric shock hazard from USB
cable >3000 V

Remove it

4.26 52

Digital recorder must have a minimum of 512 samples/sec
channel for pacemaker spike detection and at least 128
samples/sec/channel for recording and storage of
I 000/sec/channel for VLP

Amendment made :

Digital recorder must have a 512
samples/sec/channel or more for
pacemaker spike detection and at least
128 samples/sec/channel or more for
recording and storage of
1000/sec/channel or more for VLP, for
better accuracy acquisition

Nepal



;n 3nt

Pohce

Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Secti

Balambu, Kathmandu, Nepal
Amendment Notice

Date:2078/10/07
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1. Reference to our notice (IFB No: APFHA{CB l.Pl03/20781079) Dated 2078109114 published on

Newspaper. This is to inform all concerned parties that following points of Technical Specification in
document has been amended.

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before l2:00 noon
2078110120 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders' representatives who choose to attend at 13:00 hrs
2078110120 at the office of A.P.F.H., Procurement Section.

All other terms and conditions of above mentioned IFB No. APFHAICB/G103120781079 shall remain the

Changes made in Neuro Drill with Craniotome (Contract lD. No. APFH/NCB/6|O3|OO7l2078l079l

S.No Page No. Existing Specification Amended Specification

3.4 52 Cable must be flexible and be at least 4m length. Cable must be flexible and be at lgi
3.5m length or above.

rst

9.1 54
Comprehensive warranty for 2 years for all reusable paft
including hand piece.

Comprehensive warranty for 2 years 1

all reusable part including hand pier
attachment, motors etc.

br
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Ministry of Home Affairs

Armed Police Force, Nepal
Nepal A.P.F Hospital, Procurement Section,

"''Tx:,[ll:I illi]""',
Date:2078110107

1. Reference to our notice (IFB No: APFHAJCBlcl03l2078/079) Dated 2078109114 published on Rajdhani Dai
Newspaper. This is to inform all concerned parties that following point of Technical Specification in bid
document has been amended. 

"

2. Bids must be submitted through PPMO's e-GP system www.bolpatra.gov.np/egp on or before l2:00 noon on
2078110120 Bids received after this deadline will be rejected.

3. The bids will be opened in the presence of Bidders'representatives who choose to attend at 13:00 hrs
2078110120 at the office of A.P.F.H., Procurement Section.

All otherterms and conditions of above mentioned IFB No. APFHAICB/G10312078/079 shallremain the same.

o{r

Changes made in Holmium Lithotripsy Lassen 35 W (Contract lD. No. APFH/NCBlclO3lOOgl2O78lO7gl,

S.No Page No. Existing Specification Amended Specification

4.7 5l
Pulse Duration: 50 to I100 ps or more; should preferably
have 6 or more step pulse duration setting for each choice of
Frequency and Energy.

Pulse duration 100 to I 100 ps




